[Complications in total endoprostheses (Prothecast aluminum-oxide ceramic head)].
Report about two complications following total endoprosthetic replacement (Prothecast ceramic heads)-Breaking of the ceramic heads-Destruction of the Polyethylene acetabular cup-Together with femur head a simultaneous exchange of the acetabular cup is necessary.